Qéiifarnia: Dept of Tj-:anspona' on

MpPQP

Report Number 17-3 '
plant type PCC

date plant owner TT Consruction

calib 6/8/2017 | district 01 | 109 by G. Thorpe.

| plant controller Manual
~ plant location Big Rock Rd. Orleans

scale acceptable to 14000 useable scale capacity'zoodo

largest noted error, for this scale 2 Grads

scale number total adjustment; adjusted

applied
1 step | applied buFi)I%-up applied from total indica_ted[ actual | error in
X number ftest weight| weight | weight | laststep| weight| weight| error] grads|useasiLiTy |remarks
material type always zero — T 3
| aggregate 1 2000 0 2000 foriststep 2000 2020 20.0 1.0 Acceptable Clean J-Box and Span Scale
st o 2 4000 0 4000 0 4000 4020 20.0 1.0 Acceptable
graduation 3 6000 0 6000 0 6000 6020 20.0 1.0 Acceptable
— 505 4 8000 0 8000 0 8000 8000 0.0  0.0Acceptable
5 10000 0 10000 0 10000 10000 0.0 0.0 Acceptable
6 12000 0 12000 0 12000 11980 -20.0 -1.0 Acceptable
7 14000 0 14000 0 14000 13960 -40.0 -2.0 Acceptable
scale acceptable to 400 useable scale capacity 1000 largest noted error, for this scale|1 Grad
isca!e numbezr _ applied total | adjustment; adjusted| )
' ! step | applied| build-up| applied from total| indicated | actual | error in
material type number_|test weight i i last stey ioht! _weight| _error | grads| useABILITY | remarks
_ water| | 1 2347 2347 foridaes, 2347 2335 12 =32 Acceptable 280 Gal. Metered 281 Gal. Delivered
graduation 5 | | &l ] OK.
size . B2 2344 2344 2344 2335 -8 -24 Acceptable 280 Gal. Metered 281 Gal. Delivered
' 3750 || - ? QK.

scale acceptable to useable scale capacity

largest noted error, for this scale |

scale number applied

step appTiEC{ build-up

total |adjustment| adjusted|
| ; applied from total| indicated
‘ i last ste| i weight

error in
grads
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error

' o number | test wei
material type - always zero r T
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graduation
size

USEABILITY l remarks

scale acceptable to useable scale capacity

| largest noted error, for this scale

scale number

1 applied total jadjustment; adjusted | :
! step applied| build-up | applied from total | indicated! actual | error in
umber | test weight! _weioht weight|__last ste ioht| _weight! _error | grads| yseaBILITY ! remarks

always zero

‘material tvpe
| for 1st step

graduation
size

Test Notes

\Agg. Hopper Certified for State Use

Water Meter O.K.

Portland Cement added to truck by manual method




